PRINCIPLES OF PHASE MICROSCOPY 


Phase microscopy puts in the hands of the micro: 
scopist a unique technique of immeasurable value 
in the examination of the structural detail of living, 
tramsparent organisms and other specimens of simi- 
lar optical properties. So significant is its importance 
that Prof, P. Zeraike of Holland was awarded the 
Nobel Prize in 1953 for his pioneering work in phase 
microscopy. 


Stated in simplest terms, the function of the phase 
microscope is the conversion, through optical manip- 
ulation, of “optical path” differences into visible dif- 
ferences of light intensity, (Optical path being the 
product of refractive index times thickness.) The 
American Optical Company wes among the first 
to recognize the virtually limitless application of 
phase microscopy ond, after long and in‘ensive 
dovelopment effort, introduced ile initial phazo micro 
scopes in 1947. 


In conventional microscopy, the details within the 
specimen are either darker or lighter than one an- 
ther, in most cases as a result of differential staining, 
‘The darker the detail, the greater the amount of light 
absorbed as it passes through the plane of the speci- 
men. In this manner, each structural element acts as 
an absorbing medium and weakens, to a greater or 
lesser degree, the light wave as it passes through 
This reduction in intensity results in a corresponding 
reduction in light wave amplitude (disiomce from 
crest to trough of the wave) as shown in figure A. 
The selective absorption described here produces a 
readily visible image because specimen detail ap- 
pears as differences in brightness or color to which 
the eye is sensitive. 


Figure A 


The phase specimen (e.g. an unsicined, small, living 
organism) is transparent, colorless and, typically, is 
mounted in a transparent media of almost identical 
optical properties. Because of the transparent na- 
ture of the fine detail within the phase specimen. the 
amplitude of the light waves passing through the 
specimen and its surrounds is nol appreciably al- 
ered. With very little or no light absorption by the 
structural elements of the specimen, the intensity of 


the ligh! waves remains constant. Thus, because 
varying degrees of light intensity are lacking, an 
image visible to the eye connol be formed in the 
classical manner. 


However, as light passes through the phase speci- 
men, another most significant phenomenon occurs, 
called diffraction. There exisis within the fine struc- 
tural detail of the phase specimen, and the specimen 
a a whole relative to its surround, whet is termed 
“optical path’ differences resulting from differences 
in index of refraction and thickness. Differences in 
optical path give rise to diffraction by the specimen 
detail. The more pronounced or “abrupt” the dis- 
continuilics in optical path the greater the diffraction 
effect 

One result of diffraction is that light is scattered as 
compared to the undevialed light which is trans 
mitted direcily through those areas of the specimen 
where there is insufficient detail to cause diffraction. 
The second important characteristic of diffraction is 
that there is a difference in phase between the dif- 
fracied and undevialed or direct light. The phase 
microscope makes it possible to convert differences 
in optical path io whick the eye is insensitive into 
amplitude or intensity differences which the eve can 
see (without the use of staining). 


The phase microscope utilizes tvo unique compon- 
conte: (1) an annular diaphragm below the condonser 
which directs a hollow cone of light to the transpar- 
ent specimen; cnd (2) a conventional microscope 
objective which is modified by the addition of a dif- 
fraction or “phase” plate. This plate is constructed 
and pi 
fracted and direct light coming from the specimen 
and alters their intensity nd phase relationships so 
that they combine in the image plane of the eyepiece 
to form a visible image. 


joned in @ manner which separates the dif 


As the light passes through the phase specimen and 
its surround, diffraction occurs at each point where 
internal structural detail (of different optical path) is 
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Figure C 


BRIGHT CONTRAST PHASE IMAGE 


DARK CONTRAST PHASE IMAGE 
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Figure D 


PHASE SPECIMEN 


prosont. Similarly, the abrupt discontinuity in optical 
path around the edges of the specimen where it 
‘adjoins its surround causes diffraction. This diffracted 
light is Ya wave length out of phase with light not 
diffracted by specimen detail which passes directly 
Uhrough the specimen plane. The objective lens 
thus receives beth the direct light and that portion of 
the diffracted orders of light which fal] within the 
limits of the objective aperture (See figure B) 


We have, then, this situation, as all the light moves 
from the plane of the specimen toward the diffraction 
or “phase” plate: The direct light with considerably 
greater intensity than the diffracted light moves as a 
cone of concentrated light toward coincidence with 
the “ring” of the diffraction plate. The diffracted light, 
relatively weak in intensity and retarded in phase by 
Yq wave length, moves so as to be distributed ever 
the whole aperture of the diffraction plate. 


Since the direct light is brightor, ile intensity would 
tend to overbalance the weaker, diffracted light and 
dilute or destroy image contrast. To compensate and 
bring the direct and diffracted light into “balance.” a 
metallic absorbing film in the form of a ring-shaped 
dice ie utilized. This film or coating on the ring of the 
phase plate reduces the intensity of the direct light. 
Such absorption tends to “equalize” intensities or 
brightness. Thus, when the diffracted and direct light 
later combine at the eyepiece focal plane, they are 
balanced to achieve the desired degree ol contrast 


Simultaneously, with the absorption procedure de- 
scribed above. the diffraction plate performs a second 
important function. Utilizing a phase reiarding ma- 


torial, the relative phase relationship of the diffrected 
and direct light is altered by 1 wave length. H a 
phase retarding material is placed upon the ting- 
shoped disc of the diffraction plate, a “Bright Con- 
trast” image results. In this caso, as shown in figure 
C, the direct light is retarded by vi wave length, 
bringing it info phase with the diffracted light. In this 
manner, the diffracted light wave is reinforced by the 
“additive” superposition of the direct light wave 
The result is a specimen image which appears bright 
against a darker background. (This assumes the 
specimen has greater optical path characteristics 
than its surround as is generally the case.) 


When the phase retarding material is placed upon 
all areas of the diffraction plate other than the ting- 
shaped dise, a “Dark Conirast” image results. As 
shown in figure D, the diffracted light ir retarded by 
Ye wave length. The effect of this “shift” is to bring 
the direct and diffracted light together at the image 
plane of the eyepiece % wave length out of phase. 
The result is a “subtractive” superposition of the light 
wavoe whereby the direct and diffracted wavee can- 
cel each other to form an image darker than its sur- 
round. 


“BMinus" Phase Contrast ic « modification of "Dark 
Contrast.” 

This bricf and non-mathematical explanation of 
phase contrast microscopy, with the other informa 
tion presented in this reference manual, should serve 
as a suificient guide for the useful application of the 
phase microscope. For those whe wish to delve 
further into the theory and mathematics of phase 
micocopy, refer to “Phaze Microscopy’, J. Wiley & 
Sons, 605 3rd Ave., New York, N. ¥., 10016. 
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INTRODUCTION 


Phase mictoscepy reveals details in living or un- 
stained specimens too transparent to be seen with 
ordinary Brightfield microscopy. Two distinguishing 
components of a phase microscope are: (a) an an: 
nular diaphragm below the condenser, as shown in 
figure I; and (b) a diffraction or “phase” plate at the 
reer focal plane of the objective. 


AO offers three phase contrasis: Dark, Bright and 
Bminus. The Dark Contrast phase objectives show 
details of grector optical path (refractive indox x 
thickness) darker than surrounding details of lesser 
optical path, as shown in figure 2. Bright Contrast 
figure 2, shows the specimen bright ageinst a darker 
background. Bminus, figure 4, is « modification of 
Dark Contrast and is generally used for examining 
slightly absorbing specimens (light pigmentation ot 
faded colors) oF inclusions within other material 


With the proper choice of contrast, specimen detail 
may be revealed with an optical equivalent of differ- 
ential staining . . . sharp boundaries are provided 
for measurement and cdequate contrast for counting. 
In addition to steps for proper set up and optical 
alignment procedure, this bootlet contains informa- 
tion on all AO phose parts and accessories . . . Turret 
and single Condenser mounts; Condensers; Stand- 
ard and Long Werking Distance Phase Annuli; the 
Phase Aperture Viewing Unil and AO Telescope Eye- 
piece and illuminators, Theoretical aspects of phase 
microscopy are brieily described on page 15. 

‘To conserve time in phase microscopy and increase 
accomplishment. we suggest that you thoroughly 
read these instructions now and save them for future 
reference. 


Glass fagment mounted in balsam (Rofraciive index gloss 
Ye2, balou 154) Whstsaton (A); Frightield. Muctration (8) 
HO Phase Contrast 


Figure ?— Rat Carcinoma 
swith Derk Contrast Phase Objective 


PRELIMINARY PROCEDURE 


The preliminary procedure outlined on the next four 
pages, while fundamental, is offered to help assure 
that you gain full advantage of all the advanced 
foctutes built inte your AQ PHASESTAR, cr, the 
phase parts and accessories which you are adding 
tc your AO Series 10 Microscope. 

In reviewing this basic information, keep in mind 
that the essential adjustments of a phase microscope, 
stated briefly, are: (J) the field diaphragm is cen- 
tered to the field of view: (2) the image of the 
canulas matches (superimposes on) the diffraction 
plate; and (3) the illumination is uniform and sulli- 
iont with the field dicphragm properly focused. 


Bright Contrast Dark Contrast Buninus Contos! 
10X, 20X, 45X, 100K 10K, 20%, «SX, 100K 100K 


|. ASSEMBLING OBJECTIVES TO NOSEPIECE 


‘When the phase objective is viewed through its back 
leas, the diffraction or “phase” plate may be seen as 
grayish ring as shown in figure 5. The area of this 
ring is illuminated by the corresponding annulus in 
the phase condenser mount (e.g.: 10X, 16mm annulus 
—10X objective). 


Figure § — The aif- 
fraction plate appeare 
at the rear focal plane 
of the phase obiecive 
fas @ greyish ving. 


In arcembling objectives to the nesepiece, a single 
series of objectives (e.g.: Dark Contrast) or any com- 
bination of contrasts (Bright, Dark or Bminus) may 
be used. Phase objective(s) are often tsed in con- 
junction with companion AO Brightfield objectives. 
Regardlese of tho combination used or the placement 
sequence in the nosepiece, centration and parlocal- 
ity is assured through precision tolerances held in 
the manuiacture of AO objectives. 


Figure § — ssemble 
‘objectives to the nese 
lece in the same ar 
sangoment a2 the an 
nuler digphragme in 
the Tarzet Cond. 


Itis generally customary to arrange the sequence of 
magnification from lowest to the next highest by 
rolating the nosopiece clockwise. Of course, whon 
utilizing the turret condenser, the relative rosition of 
each ebjective to ils corresponding annulus is of pri- 
mary importance. 


Figure 7 — When mounting Ape:ture 
Viewing Uni, the operating lever can be 


[paullioned on eilker side of microscope. cut to view spesimen. 


AO Phase Telescope 


Remove the eyepiece of the microscope and insert 
the Phase Telescope (AO No. 1265). By sliding the 
upper pert in or out as required for each objective 
and viewing through the Telescope. you simultane- 
‘ously bring the phase plate of the objective and the 
image of the annulus in the condenser mount into 
sharp focus. 


Figure @—Use lever to swing lens into 
cpticel path to view phase plate: swing 


Il, USE OF THE APERTURE VIEWING UNIT 


The AO Phase Aperture Viewing Unit No. 1245 per- 
mits binocular viewing and focusing on the diffrac- 
tion plate of each objective and the image of its 
corresponding annulus for fasi and easy centration 
The Unit — which in conjunction with the eyepiece 
acts os a built-in telescope — is also a convenient 
and rapid method of checking alignment from time 
to time. 

The Aperture Viewing Unit is readily attached to the 
PHASESTAR or AO Series 10 Microscope beneath the 
body and held in place with a knurled thumb screw. 
The operating lever can face to either side of the 
microscope to accommodate your technique and 
equipment arrangement. Regardless of orientation, 
the Viewing Unit will be precisely located on the 
optical axis of the microscope. 


Figure 9 — Knob inside lever moves in 
md out to bring image of annulus and 
Giffmction or “phase” plate into cher 
focus 


Figure 19 — Shown (on far lett) the dif 
fraction plate and the image of the an- 
ular daphragm out of locus az they 
‘might appear when you frst swing in 


the Aperture Viewing Unit, Rlter adj 
ment sng knob, they are in sherp focus 
{be shown in the hatagraph ta the imme: 
diate let. 


Ill, OPERATION OF TURRET CONDENSER 


The Phase Turret Condenser No. 1240 conicins pro- 
vision for four coniorable annuli and one open space, 
any one of which can be positioned by turning the 
knurled ring of the turret. Generally, the “A” setting 
is used to designate the 10X annulus; "B’, the 20%; 
"C", the 45X; and "D", the 100X annulus with "O" 
for the open space az shown in figure 12. Soltings 
may assume new meanings with other combinations 
of objectives ond annuli 


Two captive centering wrenches are used to align 
‘ech annulus to ils corresponding objective. Once 
all objectives and annuli are properly aligned, the 
twret setting can be changed from one magrifice- 
tion, or type of contrast, to the next without further 
adjustment for ceutration being required, This Is a 
significant feature both in terms of time saved and 
versatility of objective combinations. 


Annuli are eosily removable and interchangeable, 
The Standard Annuli may be used in the Turret with 
either the Standard or Intermediate Working Dis- 
tance Condenser. The No. 1251 10X and No. 1252 20X 
Long Working Distance Annuli can also be used in 
the Turret with the Long Working Distance Con- 
denser. 


Figure 13— In mounting the Turret Condenser to the fork, be 
certain that the slot ia the back of the condeneer aseomblr 
Seale into the pia (soo auow) in the foc mount. Insert the 
Condensor all the way info the fork; slate anil the pin engages 
oF ‘saps into” the slot, ond tigiten retaining acrew. 


Figure IS — Ranali ave easily semoyed tor dillerent objective 
conbinctions Se! the ture: ring lo the setting for the aanulus 


you wish to change. Fits, onscrow condenser, then, dsing 
Epenner wrench provided, unscrew the annular diaphragm. 
Replacement taker only « lew moments 


Egure 1d — Tho allan head stop screw with Condenser Stop 
Efenton No, 1210°22 quached (see arrow) con be advanced or 
retracted, if required, to propery adjust the maxiraum height of 
the condenser in relation to stage level. If you aze adding phase 
‘equipment to an AO Series 10 Microscope, attach the Condenser 
Stop Extension to present stop screw in substuge dssembly. 


@ @ 


Stondard Working 
Distance Phavo Cendersor 


Intermediate Working 
Dastance Phase Condenser 


Long Working 
Datance Phage Condenser 


Figure 16 


10364 IN-DASE ILLUMINATOR 
Figure 17 —Ibuminator provides Keohler-type illumination. Two 
entering serews permit certration ol field diaphragm. A trans 
fomer voliage selling of BSV is generally used. Neutral density 
filter, controlled by lever in Iront, has a transmission of approx 
netely 10%. 


NO. 735D ILLUMINATOR 
Figure 1@ —To place the inage of the lamp filaments from the 
Imitor between and im the same plane at ihe filament image, 
partially close the srt dicpiragm and focus the filament image 
She wall about two foot from the lamp. Adjust the three cea- 
{ring screws on the back of tke lomp ousiag until the two 
lemen! images intermesh. 


IV. METHODS OF ILLUMINATION 


Proper illumination for phase microscopy can be pro- 
vided with either a separate or In-Baso illuminator, 
using Koehler or Koehler-iype illumination. 


When using a separate light source, such as AO 
Model 735D, place the illuminator approximately 6” 
in front of the microscope. Close down the iris dia- 
phragm of the lamp (to approx. %*” diameter) and 
direct the light to the conter of the mirror (plano side) 
Romove cny ground or diffusing glass from the illu- 
minator. Fully close the iris diaphragm of the micro- 
scope. Focus the lamp filaments onto the condenser 
diaphragm leaves, adjusting plano minor tilt as 
required. Alter filaments are in sharp focus and 
centered on mirror, open both diaphragms. 


For further steps in using a separate illuminator, or 
wher using built-in illuminater, follow procedure in- 
cinded in “Optical Alignment Procedure” beginning 
on the next page. With both types of illumination, 
ground or diffusing glass is helpful ior more even 
illumination. Use of ground or diffusing filters should 
bo confined to the 10X and 20X objectives. For criti- 
cal microscopy (45X and 100K, contro! light intensity 
with neutral density filters. No color fllter is required 
with AO phase equipment; however, a green filler 
may be used if desired. 


NO. 645: FLUOROLUME 
Figure 19 — 200 watt Mercury Arc Lamp used in combination 
“vith reflector aad high speed glass condenser. [esures maxi- 
jum concontrstion Gad (ranamigsion of ight intonaty for phase 
Gnd fluorescence microscopy. Aecemmodates, wilh the use of 
Epproptiate height adapter plate, AO Series’ 10 Phase Micro 
Soper oquipped with InBare illunineror. Available with a 
Shuey of excite, hout absorming ond neutral donetty.Gllore 
Gnd compact power supply. 


OPTICAL ALIGNMENT PROCEDURE 
For AO Series 10 Phase Microscope Equipment 


Proper optical alignment procedure is of paramount 
importance in phase contrast microscopy. Once fari- 
lier, it ecm be rapidly and easily accomplished. The 
essential steps are outlined below. Review them 
carefully. It is recognized that set up techniques 
vory from one individual to the other; however, the 
basic sequence of procedure is generally the same. 


Please bear in mind that centration has been care- 
fully checked at the factory before each PHASESTAR 
is shipped. If you are using a recently delivered AO 
Phase microscope, a quick check should find centre- 
tion satisfactory with but minor, if any, adjustment 
required. 


When adding phase equipment to a Series 10 AO 
microscope, the sel-up procedure should be followed 
in detail. Also these instructions will be of value 
when changes are desired in type of condenses, 
amnuli or objectives. 


In this seties of stops, it is assumed that you are 
utilizing the No. 1240 Phase Turret Condenser Mount 


Figure 20 illustrate 
(Ch annular diaphr 
lever; (2) centering scrows for condenser; (P] retaining screw? 
raite or lower condenser and substage ascombly, 


(A) phase condenser; (B) rolatable knurled turret ring: 
centering wrenches: (D) turret aperture diaphragm 


and « Stendard Working Distance Phase Condenser 
(cather than Intermediate or Long Working Distance) 
and that either Dark Contrast or Bright Contrast 
Phase Objectives are being employed. (The low 
contrast B-minus objective hes no absorbing mate- 
Is on the diffraction plote and is not readily seen 
with the telescope eyepiece or Aperture Viewing 
Unit.) Vatiations in ao! up for cthor phase cecezsorios 
‘are considered separctely. 


l. Make certain that the instrument is properly set 
up according to "Preliminary Procedure" instruc- 
lions. 


2. Cleanliness is essential in phase microscopy. 
Check carefully to make certain that the equip- 
ment and specimen preparation ie clean: in 
particular, the slide and cover glass, top con- 
denser lens, and iront lens of the objective. 


2. When using the 1096A In-Base Huminator, in- 
itial centration of the illuminator is most impor- 
tant. This is accomplished by visually aligning 


Figure 21 illustrates: (R) iluminator field dia- 
phragm lever, (B) lamp centering screws: (C) 
fever to control poation of neutral density fiter. 


Figure 2 illwstratee: 1A) rotaining screw: (3) 
focusing knob, (C) lever to swing Aperture View- 


(GQ) Inob to lng Unit into or out of optical path, 


Figure 23 — Above left, lamp mount, @ it night appear, before 
fulng posliored soncealiie with leimp housing “Above sight, 
comely centered. 


the mount and housing of the illuminator as 
shown in figure 23. Using the two centering 
screws B figure 21, adjust the position of the 
mount until it is concentric with the housing. 
When so geometrically contered, approximately 
the same amount of "thread will be exposed on 
both centering screws. 


4, Fully open the itis diaphragms of both the illu- 
minater, A figure 21, and the condenser, D fig- 
ure 20. 


5. Withdraw the two captive centering wienches, 
C figure 20, and roiate the knurled turret ring, 
B figure 20, to the "O” setting. These wrenches 
must be withdrawn ‘o permit turret rotation, 

6, Place a stained specimen slide on the stage (as 
normally used in ordinary Erightfield) 

7. With the extension cap in place on the stop 
screw of the substage assembly, raise the con- 
denser by means of knob G, figure 20. 

NOTE: The top clement of the standard work- 
ing distance condenser should be ap- 
proximately the thickness of a piece of 
paper benoath the underside of the slide. 
See “Preliminary Procedure” for stop 
screw adjustment. 

8 Using the 10X objective. focus on the stained 
specimen. 
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NOTE: If c separate illuminator is used with the 
10X or 20X objective and the entire field 
is not fully and evenly illuminated, it is 
acceptable practice to use c ground 
glass filter, Neutral density filter(s) or 
clear color filters may also be inserted 
as required to reduce light intensity. 


Close the field diaphragm, A figure 21, so that it 
is visibly superimposed on the specimen image. 
Focus the image of the field diaphragm ct the 
samo plane as the specimen by raising or lower- 
ing the condenser. Disregard field diaphragm 
centration at his point when using the 10308. 
In-Base Muminater. After focasing, fully open 
the field diaphragm of the lamp. 


NOTE: To facilitate focusing on the field dia- 
phragm when using « separcte illumi- 
nator, remove any ground glass or 
ditfusing glass filters. 


Leaving the phase turret set at "O”, rotate the 
48X phase objective into operating position, 
Using the fine adjustment knob, bring the image 
of the specimen into sharp focus. 


Fully close the field diaphragm. Without disturb- 
ing the fine focus selling, bring the image of the 
field diaparagm into focus at the same plane cs 
the specimen by raising or lowering the con- 
denser by means of knob G figure 20. 


Use the aperture diaphragm of the condenser to 
enhance contrast of the fiold diaphragm as 
desired. Center the field diaphragm to the edge 
of the field of view by means of the condenser 

contering screws, E figure 20. 

NOTE: It is cenerally necessary when using 
separate illuminator, to adjust the tilt of 
the plano mirror and the illuminator ua- 
ti] the image of the feld diaphragm is 
positioned in the field of view. 


Epithelium Celle, Bright Contrast 100X Objective 


Epithelium Celle, Dark Contrest 100X Objective 
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12. 


13, 


After centration of the field diaphragm, fully 
open the operture diaphragm. All phase micro- 
scopy is carried out with the aperture diaphragm 
of the condenser fully opened. 


NOTE: Subsequent touch-up of the ficld dia- 
phragm centration when changing ob- 
jectives should be accomplished with 
centering screws B figure 2] on the 10364 
Mluminator. 


To center the annular diaphragm of the Turret 
Condenser to the diffraction or phase plate of the 
obiective, follow this procedure: 


(a) Rotate nosepiece to return the 10X objective 
to operating position (or lowes! power phase 
objective) 


(b) Place am unstained specimen slide on the 
stage and open the field diaphragm until 
the iris leaves Just disappear from the fleld 
of view. (Do not open excessively or spur- 
ious light will be detrimental to contrast.) 
Using the 10X objective. (or lowest power 
phase objective), bring the specimen into as, 
‘good focus as possible. 


(c) Turn the knurled turret dise to the “A”, 10X 
annulus, (or lowest power annulus! setting. 
Push in the two wrenches C, figure 20. By 
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tuming the wrenches slightly as they are 
inserted, you will ieel them properly engage 
into the centering actows of the centering 
mechanism. 


(d) Swing in the Aperture Viewing Device with 
lover C figure 22 (or remove syepiecs and 
insert Phase Telescope). 


(©) Bring the image of the annulus o! the con- 
denser and the diffraction plate of the ob- 
jective info simultaneous, sharp focus by 
moving the focusing knob, B figure 20, of 
the Aperture Viewing Device in or out 


(#) Adjust the annular diaphragm centering 
wrenches, C figure 20, until the annulus im- 
age 1s positioned concentric with, and is 
superimposed on, the diffraction plate os 
shown in figure 24 


(g) Swing out Aperture Viewing Device (or re- 
move Phase Telescope and replace ocular). 


Bring, the phase specimen into sharp focus. The 
microscope is now ready for use with the 10K 
objective lor lowest power phase objective) 


Conte: the other annuli te their respective phase 
objectives. (Always remember to withdraw the 
centering wrenches, C figure 20, before the tur- 


Figure 24 — Appearance of the image of the annulus and the 
diffraction plete o! the objective when amaulus is" 1A) out ol 
Cenler; and |B) concentric with, cmd properly superimposed 


Ee ad etic ee te 


(Oral Spacimen, Desk Contras! 100X Objective 


Oral Specimen, Dark Contrast 100X Objective 


ret is rotated.) Once the annuli have been cen- 
tered to a given set of objectives, they will 
remain centered for considerable periods of time 
with careful use of the microscope. Centration 
should be chosked from time to time, particularly 
{or critical observation or photomicrography. 


16, In phase microscopy, when changing from one 
objective to the next, beor in mind the import- 
ance of: (a) field diaphragm centration; (b) 
adjusting field diaphragm so that the field of 
view is just filed with light; and (c) focusing 
field diaphragm at the same plane as the speci- 
men. The image of the annulus always should 
be completely filled with white light. If the 
annulus image is partially colored, it is an in- 
dication of incorrect adjustment of condenser 
height. 


Figure 25 — To engage the annulus mount, push in the two 
cenlotiag wrenches and rotate slightly until you feal the allen 
head wrench ends move into secuted postion When using the 
Biminus obiective, wthoul the diffraction ploke visible, adjust 
srronchee until best contrast is achieved. 


Drosophila Chromosomes, Bright Contrast 100X Objective 


SPECIAL DIRECTIONS 
FOR B-MINUS OBJECTIVES 


Tae low contrast B-minus objective has ne absorbing 
materials on the diffraction plate and consequently 
cannot readily be seen with the Aperture Viewing 
Unit or Telescope. Centration of the anaular dia 
phragm in the condenser, therefore, must be cccom- 
plished in ¢ somewhet diflereat manner, 


For best result, firet use @ 100X Dark or Bright Con- 
trast phase objective and center the annulus with 
respect te this objective following the steps in "Opti- 
cal Alignment Procedure” beginning on page 8. Alter 
Froper centration is accomplished and the specimen 
is in sharp focus now rotate the nosepices to the B- 
minus objective. Slightly turn the two caplive center- 
ing wrenches, C figure 20 used to align the condenser 
cnnuli and adjust until best contrast is obtained. 


GENERAL COMMENTS ON TECHNIQUE 


A few comments on tecknique are offered hore as 
guidelines in the correct orientation of other annuli 
lo their respective phase objectives. 


When using the 45X objective, in some instances the 
specimen (ie. a tissue section) moy cause light 
diffusion to ct degree which makes focusing the field 
diaphragm at the plane of the specimen difficalt. In 
such cases, move lo a clear arect of the slide to ac- 
complich the above; however, do not change the fine 
focus adjustment of the microscope when using this 
procedure 


‘When centering the field diaphragm using the 100X 
objective, fully close the lamp iris. Locate the east- 
west boundaries of the area cl illumination by alter- 
nately moving them into the field of view by adjusting 
mirror tilt with a separate illuminator or by using the 
centering screws of the 10364 In-Base Tuminater. 
When so oriented to the positions of the light bound- 
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cries, arbitrarily select the center-most position of the 
erect of illumination, 


In adjusting condenser height to bring the field dia- 
phragm into proper focus at the same plane as the 
zpecimen, the field of view should be free of color 
(with perhaps a suggestion of groy only). The pres- 
ence of color is particularly significant when wilizing 
the 100X oil immersion objective. A bluish colored 
area seen in the field of view indicates that the 
microscope condenser is focused too high. A brown- 
ish-orange color indicates that the condenser is 
adjusted too low. Other color aberration is usually 
indicative of improper lamp, mirror or condenser 
centration. 


The use of plano-plano specimen preperations is 
ersontial 'o clear imagery af the annular diaphragm 
to the diffraction or phase plate. Figure 26 illustrates 
‘an example of distortion cused by a wedge shaped 
preparation. When such  “cct's eye” or other effect 
occurs, suspect first that your specimen preparation 
is not plano-plane. Check by turning the slide or 
mount 180°. If the distortion of imagery is reversed, 
this is evidence o irregularity in the preparation. 


Figure 25 — Turn slide enéor-end when you suspect specimen 
preparition is rot plano-plano. When imagery distortion ie 
Foversed, sf ls evidenco of an inegulstity sn the specimen prep 
Gration, such ae a wedge shared condition 


THE USE OF INTERMEDIATE AND 
LONG WORKING DISTANCE PHASE EQUIPMENT 


The working distance provided with AO intermediate 
phase equipment is to 3mm in air (or the optical path 
equivalent in water or in crown glass). With the long 
working distance condenser, 15mm in air, or equiva- 
lent optical path, is provided. (See figure 27.) 
“Working distomce” as defined here is the distance 
from the top of the microscope stage to the focal 
plane of the specimen. The interchangeability of AO 
phase equipment permits fast and eosy modification 
‘of your PHASESTAR or AO Series 10 Microscope from 
standard working distance usage to intermediate or 
long working distance. 

Changing from standard to intermediate working 
distance merely requires the use of the No. 1243 In- 
termediate Working Distonce Phase Condenser. Sim- 
ply unscrew the No. 1242 Standard Condenser from 
the condenser mount (Turret or Single Condenser 
Mount) and screw the No. 1243 Condenser in place. 
This is the only change required as the same annuli 
are used for both working distances. All objective 
magnifications (10X, 20X, 45X and 100X), in the 
phase contrast desired, are utilized in intermediate 
working distance phase microscopy. 

Whea changing from standard or intermediate to 
long working distance, the annuli (10X, 20X) in the 
Turret or Single Condenser Mount, in addition to the 
‘condenser, must be changed. To gain access to the 
annular diaphragm, remove the Standard or Inter- 
mediate Working Distance Condenser from the type 
of mount being used. Using the spanner wrench pro- 
vided, unscrew the standard annulus and replace 
with the desired Long Working Distance Annular 
Diaphragm(s); then attach No. 1244 Long Working 
Distance Phase Condensor to Turret or Single Unit 
Mount. 

The use of plano-plano specimen preparations is of 
paramount importance in phase microscopy. When 
utilizing intermediate and long working distances, 
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Standard Working Distance 
Objectives: 10K, 20%, 45K, 100 


Intermediate Working Distance 


Objectives: 10X, 20K, 45%, 100K 


Long Working Distance 
‘Objectives: 10K, 20% 


Figure 27 — One mn of ait 
equals 1.Simm of water oF 
1S2mn of crown glass. (iam 
of water equals. O.7ommof 
Grimm af crown glass 
‘auals 0,66m0 of cir) These 
fatioe of reiractive indices 
fem be used to obtain the 
‘oquivelent working distance 
when the specinen includes 
ore than one media. 


the specimen mount should have parallel walls with 
flat surfaces and be of good opticel quality. Inregu- 
lca, lens shaped (hollow ground slides) or wedge 
shaped preporations upset the alignment of the 
phase system. Even with only a small wedge, as 
when the cover glass is not quite parallel with the 
slide, it may be necessary to repeat centering pro- 
cedures each lime the specimen is moved to maintain 
good contrast. Phase microscopy is o little advan- 
tage with test tubes because of distorfion of the an- 
nulus image making coincidence with the phase 
plate impossible. Cleanliness of specimen prepara- 
tions is also most important to satislactory interme- 
diate and long working distance resulls 


The general set up procedure for intermediate and 
long working distance phase micrescopy is the same 
at for etandard distance. (Seo “Optical Alignment 
Procedure’); however, one additional slep is sug- 
gested im the set up sequence. This follows Step 
No. 13, e, page 10 [when the image of the annulus in 
the condenser mount is brought into sharp iocus with 
the difraction plate of the objective). At this point. 
‘adjust the condenser height slightly so as to ebiain 
as good a “match” (same relative size) as possible 
between the image of the annulus and the diffraction 
plate as seen through the Aperture Viewing Unit or 
Telescope, Alter such adjustment for size, proceed 
with centration 


Figure 28—In photograph (K), tke image of tho annulus is 
‘out o! proportion in relesive sizo 10 the dilltaction plate. The 
nage is too large and extends beyond ihe outside edge of the 
‘difraction plate. By adjusting condenser heigit, « good "matzh” 
ie obtained ae shown in (D) 


Figure 29 — Pkmo-plano specimen preparation are essential 
lo gerd phase sicrorcopy. Mounts ahould iho flat, parallel and 
Gi good optical quaity, Flat bottom Hemacrtometers, KO No. 
1478, care tecommended lor phase microscory. 
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OPERATION OF THE PHASE 
SINGLE CONDENSER MOUNT 


Operation of the No. 1241 Condenser Mount is gon- 
erally the same as that of the Tumet Condenser. It 
accepls the Siandard and Long Working Disiance 
Phase Annuli which ore attached or removed from 
the condenser with a spanner wrench (figuze 31). All 
three condensers, Slandard, Intermediate and Long 
Working Distance, may be used with the Single Unit 
Mount 

Aiior insorting the desired annuli and attaching con- 
denser, direct the light from the illuminant into the 
condenser mount. Focus the filament image of the 
lamp at approximately the lower plane of the con- 
denser annular diaphragm. 


Centration of the condenser is not required with the 
Single Mount. When attaching the Mount to the 
fork of the microscope substage assembly, make cer 
tain fhat the pin in the fork engages or “snaps in” 
the slot in the mount ond thai the knurled holding 
screw is lightened, 


Alignment of the annulus to the diffraction plate of 
the objective is the same as the Turret. The two 
coptive centering wrenches of the mount, as shown 
in figure 30, pormil fet and sary centration. 


With the exceptions of the points above, follow the 
steps under “Optical Alignment Procedure.” 


PHASE PHOTOMICROGRAPHY 


Pictures with excellent detail and contrast can be 
taken with your PHASESTAR or Series 10 Microscope 
with phase accessories, Exposures with B-minus Con- 
trast will be about the samo as with ordinary Bright- 
field: Dark and Bright Contrast usually require ap- 
preciably longer exposures (about 10 times). Make 
certain thal the annulus and the phase plate of the 
obiective are concentric with no evidence o! spurious 
light when viewing through the Aperture Viewing 
Unit or Telescope. 


Figure 30 


Figure 31 
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